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6.0 510(k) Summrary

* Company Name: Vasamied Incorporated,
7615 Golden 1'riarudle Drive
Eden Prairie, NIN 55344

Clontact: Dan 3artn it, Ch letfTcclinolog-y Office & Vice President of Operationls
phone: (952) 947-952 I

* FaN: (952) 944-6022

Summary Date: February 8, 2011

1'rade Name: SerisiL.ase®li PA D-IQ

Common Name: Blood Flowmetler

Classification Name: 21 CER 870.2100, Flowmecter. Blood: Class 11,
Product Code: DPW

Predicate IDev ice:

5 10(k) Number: K(040654

Mlarufhture: Vasamned Incorporated

Tride Name: ScnsiLaseOR PAD3000

1.0 IDescription of Device

The Sensil..asdl-) PAD-IQ (PA[)-Q) Skin Perfusion pressure Systemn provides measurements of Skin

Perhisiori Pressure (,S Pi) arid Puls se Volume Record inga (PV R). [oth In m~easurets Imax be clinicallI

applied to assess peritision. Both the SIT and PY R measurements are kIn tires of the pred ictee

PAD13 000 device, The same methods are applied flor measu.,rement of S PP anad f'VR in the PADf-I Q as

arc applied in the predicate PAD3000.

The S F'P mneasuremnen t relies oil the creation of'reactive hvperemia. Reactivye hYperern ia is lie

transitent increase iii blo od flokv th at occutrs f 1 lowing a brief Period of ischen ia. The StPP

measuremeni Ls poirformed by applying a pressure cutffecapable of occid inc ,ski a blotd ( low

Ni I~ .') 4
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(perfusion) to a peripheral location (arm, leg, toe. inger, etc.). The pressure cuff is inflated untilI the

skin perfusion, as detected by a laser Doppler signal measured underneath the cuff, is determined to be

near zero or significantly reduced. The pressure is released until ant increase in skin perfusion is

determined. The cuff prssr when the skin perfusion increases is the S l'I value. SIT is a test used

to evaluamte peripheral in icrocki rnatiori. The SPll measurement canl be Useful fin identifying pat ients

with peripheral aterial disease (PAD), other alterations fin mtIicrocirc ulat ion, anid to aid in tile

determination of-optiniurn clinical treatmecn.

The PVR test measures and displays a waveformn representing, variat ions in thle volumne of blood

passing through aI linmb dunrig each cardiac cycle. The PVR test is fully automated and uses at partially

inflated pressure cuff to apply slight pressure to thle limlb. The impact of'blood passing through tile

limb is transferred to thle pressure cuff Whvlee it is Measured as smaill chianges fin cuff' pressure. lThe

changes are displayed as a PVR waveformn. The P\'R waveformn cant be used as a Measure of'

functional severity of occlusive disease and as ain objective baseline Ior later comparisons. The PVR

test is somectimecs referred to ats air plethysinography or volume plethvsmography.

Thle clinical app!lication and interpretation of thre 51W mcastucrenenis and interpretation offtie PVR

Waveformi is thle samne as the predicate PAD3000.

The di itercecs between thle predicate PA 03000 and tie PAD-IQ device are summarized as:

* Change fromt one channel ofimeasurement to two c hannlIs of mncasu renient.

* Mlod if i n device format for increased portability with in a cli nical cienviron merit of use.

* Inclus ion of operation bw hattery.

2.0 Intended Use

The SensiLaseg® PAIJ-IQ provides at noninvasive measurement of Skin Perfusion pressure (SPR) and

Plse VoIl ume Record inig ( P V ) w\ave forms onl e.xtremities of pat tents.

3.0 Technology

The PA D-IQ insitument contains a laser dliode that is used when performuing thle skin perfus ion

pressure measurement. Laser specifications are:

La1-,ser Class i ficat ion per 21I(YR. I 040. 10: C lass I

2, La-,ser Classificaition per I C 608-5-I: ClatssI

']1li2 same techiiology was app~lied in thle predicate PAD3000 device.
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Oual i ication of the diffrences betwveen the predicate PA 03000 and the PA[)- Q device are supported

by applicable FDA Recognized Consensus Standards. FDA Guidance and applicable test plans.

4.0 Conclusionis

Tfhe intended use, technology, leatures and j)Crtbonfancc of the PA D-Q are substantially equivalent to

the piredicate PAD3000. No new questions of safety or effectiveness ame raised.
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DEPARTMENT OF HEALTH & HUMAN SERVICES Puiblic Health Service

Food and Drug Admniistration
10903 Ncew H-ampshire Avenue
Docuimnt Control Room -W066-G609
Silver Sping hi D 20993-0002

Vasamed Incorporated MA -y 4
c/o Gary Syring
Principal Consultant
Quality & Regulatory Associates, LLC
800 Levanger Lane
StoughtonWL 53589

Re: K1 10439
Trade/Device Name: SensiLase® PAD-IQ
Regulation Number: 21 CFR 870.2100
Regulation Name: Cardiovascular Blood Flowmeter
Regulatory Class: Class 11 (two)
Product Code: DPW
Dated: February 8, 2011
Received: February 15, 2011

Dear Mr. Syring:

We have reviewed your Section 510(k) premnarket notification of intent to market the device

referenced above and have determined the device is substantially equivalent (for the indications

for use stated in the enclosure) to legally marketed predicate devices marketed in interstate

commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to

devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,

and Cosmetic Act (Act) that do not require approval of a premarket approval application (PMA).

You may, therefore, market the device, subject to the general controls provisions of the Act. The

general controls provisions of the Act include requirements for annual registration, listing of

devices, good manufacturing practice, labeling, and prohibitions against misbranding and

adulteration.

If your device is classified (see above) into either class 11 (Special Controls) or class III (PMA), it

may be subject to additional controls. Existing major regulations affecting your device can be

found in the Code of Federal Regulations, Title 2 1, Parts 800 to 898. In addition, FDA may

publish further announcements concerning your device in the Federal Reister.



Page 2 - Mr. Syring

Please be advised that FDA's issuance of a Substantial equivalence determination does not mean
that FDA has made a determination that your (device coinplies~ with other requirements of the Act
or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CFR Part 80 1); medical device reporting (reporting of medical
device-related adverse events) (21 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CER Part 820); and if applicable, the electronic
product radiation control provisions (Sections 531-542 of the Act); 21 CFR 1000- 1050.

If you desire specific advice for your device onl our labeling regulation (21 CFR Part 80 1), please
go to lhttD ://www.fda.g~ov/AboutFDA/Center-sOff-ices/CD RH/CDRHOffitces/ucm 115809.htm for
the Center for Devices and Radiological Health's (CDRH's) Office of Compliance. Also, please
note the regulation entitled, "Misbranding by reference to premiarket notification" (21 CER Part
807.97). For questions regarding the reporting of adverse events under thle MDR regulation (21
CER Part 803), please go to
http://www.fda.gyov/MedicalDevices/Safety/ReportaProblemi/defaulthtmi for the CDR[-ls Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under thle Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 6318-2041 or (301) 796-7100 or at its Internet address
http://wNwA.fda.g~ov/MedicalDevices/ResourcesforYou/Industry/default.htii.

Sincerely yo 8,

,4 BrD Zuckerman,
Director
Division of Cardiovascular Devices
Office of Device Evaluation
Center for Devices and
Radiological Health

Enclosure



Indications for Use

5 10(k) Number (if known): k I
Device Name: SensiLase® PAD-1O

Indications for Use:

The SensiLase® PAD-IQ provides a noninvasive measurement of Skin Perfusion Pressure

(SPP) and Pulse Volume Recording (PVR) waveforms on extremities of patients.

Prescription Use X AN/ROver-The-Counter Use ___

(Part 21 CFR 801 Subpart D) AN/R(21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)
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CSian Slgn-off)
Division of Cardiovascular Devices
5io(k) Number /6rJ
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